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PASS
< . Three-Layer
Medical face masks - Requirements and
" 9 EN 14683+AC 2019 | Disposable Medical
test methods Mask
TYPE IIR
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TEST RESULTS
EN 14683 Inspection

SAMPLE : Three-Layer Disposable Medical Mask

Test Type Result Evaluation
99,01
99,85
Bacterial filtration efficiency 1 2 2R
99,98 98,98
(BFE), (%) >95 >98 >98
98,96
99,00
Differential pressure <40 <40 <60 36 e
(Pa/cm2) o
Splash resistance pressure N/A N/A >16.0 18
(kPa) Y
Microbial cleanliness (cfu/g) <30 21

Free Area
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